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ABSTRACT
Background: Hearing loss is an invisible injury that has been viewed as an acceptable by-product of military service.
It is imperative to detect hearing loss at early stage to take immediate remedial measures. In Indian armed forces the
current method of assessment of hearing is primarily by Free Field Hearing which is obsolete and has numerous
shortcomings. We contucted a study using free iOS application to detect hearing loss. The objectives of the study
were to investigate the validity and reproducibility of app based hearing assement and free field hearing with clinical
pure tone audiometer as gold standard. It is cross sectional intra-subject comparative study
Methods: The study was conducted at CHAF where 200 patients were accrued. Hearing assessment was carried out
by Pure Tone Audiometry (PTA) which is gold standard. Thereafter these patients were subjected to hearing
assessment by using windows application ―freehearingtestsoftware.com‖ and by free field hearing (FFH).
Results: Hearing assessment by FFH and hearing check app was compared with PTA. Hearing check app was found
to be more sensitive than FFH (98% and 73%). Both modalities had high specificity (95% and 99%). The test retest
reproducibility measured with Pearson correlation coefficient was high (0.99) with hearing check app.
Conclusions: Smart phone application like Hearing check app is a cheap and effective way to assess hearing with
reasonable accuracy. It‘s high sensitivity and high test retest reproducibility makes it an ideal tool for screening and
early detection of hearing loss replacing out-dated free field hearing.
Keywords: Hearing screening, Smart phone application

INTRODUCTION
Hearing loss is a common problem as 15% of worldwide
population suffers from it. Out of this, one third have a
disabling hearing loss which is described as more than 30
dB hearing loss in better ear in children and more than 40
dB hearing loss in better ear in adults. This problem
increases with age; approximately 1.5% of children, 7%
of population over 15 years and one-third above 65 years
suffer from disabling hearing loss.1 According to a United
States government report, the prevalence of hearing loss
in US Army is 10.1% inspite of maintaining an excellent
hearing conservation programme.2 One of the important

strategies in hearing conservation is early detection. Early
detection can be carried out either by carrying out pure
tone audiometry or performing Free Field Hearing Test.
Testing the ‗Free Field Hearing‘ (FFH) is the primary
assessment tool for hearing screening as it is considered
quick and cheap. However, we need to reconsider
utilizing FFH as primary means of testing hearing
because it is a subjective test with poor predictive value.
It lacks reproducibility, accuracy and a standard
technique.3 The ‗Gold standard‘ for hearing assessment is
pure tone audiometry (PTA). However, the equipment is
costly; moreover it requires trained manpower and
expensive infrastructure to conduct the test. In view of
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this we tested the accuracy and reproducibility of smart
phone app based hearing assessment with objective of
finding a quick, cheap and reliable method of hearing
screening. The objective of the study was to investigate
the validity and reproducibility of app based hearing
assement and free field hearing with clinical pure tone
audiometer as gold standard. It is cross sectional
intrasubject comparative study.

group between 17 years to 65 years. The number of male
patients was 152 and 48 were females.
These patients were subjected to hearing assessment by
three different assessors blinded to each other, using the
following:
1.

METHODS
The objective of the study was (a) to find a screening tool
for early detection of hearing loss which is accurate,
reproducible and cheaper than PTA, (b) to validate the
accuracy of new technique for hearing screening and (c)
to validate the accuracy of FFH itself. In the second part
of study, the reproducibility of the tests was assessed.

2.

This was a prospective intra-subject comparative study to
report diagnostic accuracy hearing screening test.

3.

To perform the study, we conducted a search for smart
phone applications available on the internet for hearing
screening. After a consensus in the department, a smart
phone hearing application based on windows platform
was selected. The app was downloaded from website‖
freehearingtestsoftware.com‖ and is free for use. It is a
self-explanatory diagnostic hearing test. The test can be
performed offline once the software is down loaded. A
normal insert headphone, Samsung® model- EHS61 was
used for the test. The first step is to adjust the volume as
close to silent when the amplitude displayed is at 1% and
comfortably loud at 100%. The ear to be tested is
selected. We selected the range of frequencies from 500
Hz to 4000 Hz in incremental steps of 500 Hz. The test is
performed from low to high frequency by default. The
results were stored in tabulated as well as graphic form.
The aim was to validate the accuracy and reproducibility
of this application and compare it with FFH keeping pure
tone audiometry as gold standard. Thus, the index tests
were FFH and windows based smart phone application.
The gold standard test was pure tone audiometry.
Medcalc® statistical software was used to analyse the
data.
Validity tests
The selected sample size was 200 patients. These patients
were selected consecutively in the ENT outpatient
department, sent for evaluation of hearing by pure tone
audiometry, in a tertiary care center. These patients were
subjected to a hearing assessment after taking consent.
The process was explained to 552 patients whereas the
consent was given by 200 patients. Out of these, 84
patients had normal hearing, 84 had bilateral hearing loss
and 32 had unilateral hearing loss. The total number of
ears assessed was 400. All of them belonged to the age

Pure tone audiometry: A GSI 38 audiometer was
used to conduct audiometry by a qualified
audiologist. It was carried out in a standard
audiometry room fulfilling BS EN ISO standards.
Windows application test: The equipment comprised
of laptop used in the department for carrying out
audiometry with standard insert earphones. The test
was carried out in outpatient department room and
not in audiometry room so as to simulate
environment where audiometry facility is not
available.
Free field hearing (FFH): FFH was carried out in a
quiet room at a distance of 600 cms. Bi-syllable
standard words were used by assessors. 3 correct
responses out of 5 was deemed as normal hearing

The criterion for abnormal hearing was predefined for the
study as follows:
1.

2.

3.

Pure tone audiometry: Average air conduction
thresholds at 500Hz, 1000Hz, 2000Hz, 3000Hz more
than 20 dB.
Windows application: Average air conduction
thresholds at 500Hz, 1000Hz, 2000Hz, 3000Hz more
than 20 dB.
Free field hearing: Patient not able to hear
Conversational Voice and forced whisper at a
distance less than 600 cm.

The data was compiled by author after receiving
evaluation reports by all the assessors.
Reproducibility test
Randomly, 15 patients were chosen to conduct
reproducibility test. Out of these, 8 patients had hearing
loss and 7 had normal hearing. Free Field Hearing and
assessment of hearing by using smart phone application
was carried out. The tests were repeated after two days
and tested for reproducibility using Pearson correlation
coefficient.
To test the diagnostic accuracy, we selected 200
consecutive patients attending ENT outpatient
department and subjected them to hearing assessment by
pure tone audiometry, free field hearing and smartphone
application.
To check the reproducibility of the test, 15 patients were
randomly selected. Out of these patients, 8 had abnormal
hearing. They were subjected to hearing assessment by
free field hearing and smart phone application and
retested after 2 days. The Pearson correlation coefficient

International Journal of Otorhinolaryngology and Head and Neck Surgery | July-September 2017 | Vol 3 | Issue 3

Page 711

Swami H et al. Int J Otorhinolaryngol Head Neck Surg. 2017 Jul;3(3):710-714

was higher at 0.96 with use of smart phone application as
compared to free field hearing at 0.76.
RESULTS

phone application and free field hearing is shown in
Table 3. The average time taken to conduct PTA, FFH
and hearing assessment was 13 minutes, 3 minutes and 5
minutes respectively.

Validity test

Reproducibility test

The validity test for smart phone application and Free
Field Hearing is depicted in Table 1 and 2 respectively.
The comparison of diagnostic accuracy between smart

As seen in Fig 1 the Pearson Correlation Coefficient was
high (0.96) using smart phone app whereas it was low
(0.76) by Free field hearing as seen in Figure 2.

Table 1: Validity test: smart-phone app.

Present
Hearing loss
assessed by app

Absent

Hearing loss assessed by PTA
Present
Absent
True positive
False positive
196
10
Flase negative
True negative
4
190
Sensitivity
Specificity
98%
95%

Positive predictive value
95.15%
Negative predictive value
97.94%

Table 2: Validity test: free field hearing test.

Hearing loss
assessed by
free field
hearing

Present
Absent

Hearing loss assessed by PTA
Present
Absent
True positive
False positive
146
2
Flase negative
True negative
54
198
Sensitivity
Specificity
73%
99%

Positive predictive value
98.65%
Negative predictive value
78.57%

Table 3: Comparison of diagnostic accuracy: smart-phone app vs. FFH.
Hearing check app
98%
95%
19.60
0.02
95.15%
97.94%

Sensitivity
Specificity
Positive likelihood ratio (>10 =strong)
Negative likelihood ratio(<0.1 =strong)
Positive predictive value
Negative predictive value
45

Free field hearing
73%
99%
73
0.27
98.65%
78.57%
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Figure 1: Pearson correlation coefficient using smart
phone app.
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Figure 2: Pearson correlation coefficient using FFH.
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DISCUSSION
The study revealed the accuracy and reproducibility of
hearing screening by using conventional FFH test and by
use of smart phone application. Both these methods were
compared with PTA which is a gold standard test for
assessment of hearing recognised by ASHA and BSA. 4 In
armed forces, FFH is the primary method of assessment
of hearing. The aim of carrying out hearing assessment
during annual medical examination is early detection and
primary prevention. It also helps to determine
individuals‘ functional capacity to carry out service tasks.
FFH is a quick and inexpensive method to carry out
hearing screening. However, it is a subjective test with
poor predictive value, lack of reproducibility, accuracy &
standard technique. Moreover, it is known to have low
sensitivity and specificity.3

The results of the accuracy and validity tests confirmed
that hearing screening by using smart phone application
was more accurate and reproducible. Currently smart
phone based applications are shown to be accurate in
various studies.9 Some smart phone applications also
provide accurate hearing thresholds in noisy environment
by adjusting hearing threshold shift.10 One of the studies
done in Sweden used internet based hearing screening
and found the test to be valid.11 With the advance in
technology, there are smart phone applications available
which can become integral part of hearing conservation
programme to prevent noise induced hearing loss, for
example there are other applications available which have
been studied to measure sound level and enabling use
smart phone as hearing aid showing promising results.12
CONCLUSION

Pure tone audiometry is an ideal tool for assessment of
hearing. However due to its high operating cost,
requirement of trained manpower and expensive
infrastructure it may not be ideal as a screening test for
hearing. Thus keeping this in view, using PICO elements,
the following clinical question was formulated: ―is
screening for hearing by using free field hearing when
compared to smart phone hearing app accurate and
reproducible‖.5 Answers to above question would guide
the researchers to the ideal hearing screening tool.

Hearing screening using smart phone application is valid
and reproducible. As compared to free field hearing, it is
more accurate. It is inexpensive, quick to perform and no
special infrastructure or trained manpower in needed.
Pure tone audiometry remains the gold standard test;
however it is an expensive proposition for hearing
screening and can be used as confirmatory test. The use
of smartphone application can be particularly useful in
places where facilities for pure tone audiometry are not
available.

Extensive review of literature using PubMed and
Medlinewas conducted in search of a quick, inexpensive
and accurate method for detecting hearing loss. The
researchers were fascinated by couple of studies which
used smart phone application and internet based hearing
test for assessment of hearing respectively.6,7 It was
decided to use one of the hundreds of smart phone
application available for hearing test. The authors
selected windows based application due to its friendly
interface and simplicity to use. One of the chief
advantages of the test was that it was free to download
and no internet connection was required to carry out the
test.
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Pure tone audiometry was conducted by first assessor in
audiometry room following British society of audiology
(BSA) guidelines.8 The second assessor performed free
field hearing test and the third assessor explained the
process of using smart phone application to the patient
who had to press the button on touch screen of the phone
after hearing sound and follow the instructions on the
screen. At the end results were displayed and stored in
the phone in form of audiogram. All the three assessors
were blinded to each other.
The results were analysed and comparison is shown in
Table 3. It was evident by the results that hearing
assessment with smart phone application had better
sensitivity and negative predictive value then free field
hearing. Overall hearing assessment using smart phone
application was more accurate.
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